[Determination of lysozyme in biological fluids by a semi-automatic kinetic technique. Discussion of the method (author's transl)].
A rapid and semi-automatic determination of lysozyme in biological fluids using kinetic analysis and turbidimetry is described and compared to other commonly used techniques. The specificity of the method is satisfactory while that of clarification of a gel medium is apparently not. Normal values and standard errors for plasma, urine, and leucocytes are given. A standardised expression of lysozyme activity is proposed and discussed. The importance of the means by which the blood sample is collected and prepared is underlined: plasma, decanted soon after collection, is preferable to serum.